High-resolution contact Denisyuk holography.
The configurations, to assure high resolution in contact Denisyuk holography, are investigated by varying the construction and the viewing angles in the recording and the reconstruction setups, respectively. A range of optimized angles, obtained with Agfa 8E75 HD plates is given. These results are compared with another holographic material. To introduce this holographic technique in medical diagnostics, we made holograms of various stained-tissue samples. These holograms have been improved by the selection of tissue-staining dyes and their concentrations.